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Slip the cordring over the forceps.  

       Do not stretch the cordring 
more than necessary. This may 
cause the cordring to breake. 

With another forceps clamp the 
umbilical cord close to the mother.

Use the cordring forceps to 
clamp the umbilical cord close 
to the baby. Ensure that the 
end tips of the forceps do not 
project past the diameter of 
the umbilical cord.

Cut through the umbilical 
cord on the mother´s
side close to the forcep 
with the cordring.

Securely grasp the handle 
of the cordring and pull 
the cordring from the 
forceps and over the 
umbilical cord.

Do not twist the cordring as 
shown here. This may cause 
the cord ring to break.

Cut off the handle of the 
cordring minimum 1 mm 
from the ring of the cord-
ring which now is sitting 
around the umbilical cord.  
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